[Calculation of the capacity of a roller pump].
The capacity (G) of the roller pump was calculated for pipes of different rigidity. It was shown that the value G related to the viscosity of the liquid will be determined either by the roller revolution speed or by the pipe elasticity characteristics. Methods of calculation for choosing the optimum pipe type are described.